55 XX B XX 55 Z KK ER Vol. XX, No. XX
XXXX 4 XX JI J. Infrared Millim. Waves XX, XXXX

XEHRS :1001-9014(XXXX)XX-0001-09 DOI: 10. 11972/j. issn. 1001-9014. XXXX. XX. 001

ETIEERZENKBAMANESZBIREN
M 5T

®o, RRE

(g K27 [ B k2B, g K 410083)

BE-AAAMFHEAAARGN AP ASNLEHEERT ZEHRM. R % K8 % ki (Wavelength
Modulated Specirum, WMS) i R # R 2t — A WK B U BHEEAERBEREW LR, AT, 20 K WHE
FTHMERAKEE BT HEARENTNLA SR AR R EN T, XBELARAERRE SR RRES
REME, MEHREZES AR BEREBRELSAEN Y NI RERTERGHTBE, 4tz —1
BAX R EEFRES KB RETXFERA KSR TET AR, RF, AIRETRERH
IR X R AT R, W R R AR AR E Bt 1 K % B xR R B AT B 8 o i
BT21% ARAGEEREBBUBURA. AXRUNREFEFFEL RSB BEAEAARLBE, TUH
BAMKET ARG HAS S REH#TRE, T2EA T I VA AR RE T,

X 8 WoAKEAKBEWMS); ERATRM; WHRE,; 6%, 4F

FESES 043 CERARISAD . A

Detection of oxygen residual concentration in medicine glass vials
based on peak width correction

SHEN Shuai, HE Jian-Jun’
(School of automation, central south university, Changsha 410038, China)

Abstract: The oxygen residue in the glass medicine vial poses a serious threat to the sterility of the medicine in the vial.
In this paper, the peak height of the second harmonic signal demodulated by the wavelength modulated spectrum
(WMS) technology is used as the basis of oxygen concentration inversion. However, when measuring gas concentra-
tion with second harmonic signal, the change of modulation depth will lead to the change of second harmonic peak.,
which will usually bring errors to the system and reduce the inversion accuracy of concentration. However. the modula-
tion depth is affected by the fluctuation of modulation current, temperature and pressure, and cannot be calculated di-
rectly. To solve this problem, we first successfully convert the relationship between modulation depth and secondary
harmonic peak height into the relationship between secondary harmonic peak width and peak height. Then, the gas con-
centration is inversed by using the harmonic peak height after being corrected by peak width. Preliminary experiments
show that when using the harmonic peak height after peak width correction to predict the gas concentration in the vial,
not only the accuracy of the system is improved by 2. 1%, but also the overall robustness of the system is improved.
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